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SUI4MAEY 

A high-speed wind-tunnel inTestigation has "been made of a 
pitot— static tube having the Federal Standard Stock Catalog 
Wo. 88 — T — 2950 to provide information on the effects of compressi- 
bility upon the pressure Indications of a representative airspeed 
head at high subsonic speeds. The calibration factor for the 
instrument has been evaltiated for several small angles of pitch and 
yaw throughout a Mach number range from O. 3 O to approximately O. 925 . 

The results indicate that the calibration factor for each 
combination of pitch and yaw angles tested is, in most cases 
practically constant with Mach number up to a Mach munber of 
approxiiaately 0.8. A greater variation in the calibration factor 
exists for changes in yaw angle than for changes in pitch angle, 
and only slightly more variation for changes in positive pitch 
angle than for changes in negative pitch angle. At zero pitch and 
zero yaw the error in the differences of the total and static 
pressures given by the pitot— static tube is never greater than 
1.6 percent for speeds up to a Mach number of 0.925. 


IWTRODUCHOW 

The need for additional information concerning the practica- 
bility of pitot— static tubes for indicating airspeeds near the speed 
of sound becomes increasingly apparent as the operating speeds of 
aircraft approach this velocity more and more closely. Wind— turjiel 
investigations of several standard service pitot— static tubes at 
speeds up to approximately 0.8 Mach number have been reported in 
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references 1 and 2. Each pitot— static tube was tested at zero 
pitch and zero yawj one pitot-static tube of reference 2 was also 
tested at sma.ll angles of pitch. 

To supplement the existing information on this subject^ the 
present investigation was undertaken in the Ames 1— by 3—1/2— foot 
high-speed wind tunnel to evaluate the effects of compressibility 
on the velocity indications of a high-speed-type service pitot- 
static tube at speeds up to approximately O .925 Mach number. The 
tests were extended to include several small angles of pitch and 
yaw. 

SYMBOLS 

The following symbols are used in this report: 


p 

free— stream static pressure 

pt 

static pressure given "by pitot— static tube 

1 

free— stream dynamic press^jire 

M 

1 + T] 
H 

free— stream l«fe.ch number 

compressibility factor ^1 + - 1 ^+ 40 I 6 OO ' 

free— stream total pressure [p + (1 + Ti)q. ] 


total pressure given by pitot— static tube 

9 . 

angle of pitch 


angle of yaw 

P 

arc tan (o/^) 

2 

angle of inclination to free stream (approx. \^9^ + 
for small angles) 

I ' 

.error in static pressure 

H - % 
H - p 

error in total pressure 
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-5 2_ calibration factor 

Hip — pp 


APPARATUS AKD TESTS 

The present tests vere conducted in the Ames 1— hy 3— l/2— foot 
high-speed vind tunnel^ a low— turbulence closed— throat wind tunnel 
powered by two 1000-horsepower motors. 

A pitot static tube having the Federal Standard Stock Catalog 
No. 8^T — 2950 (Navy Aviation Supply Office Stock No. e 88 -T— 2950) ^ 
shown in figure 1, was used in the present tests ♦ The static- 
pressure orifices in this tube were. located only on the top and 
bottom of the tube approximately six tube diameters behind the 
nose. Throughout the entire investigation the pitot tube drain 
hole was sealed. The pitot— static tube was attached by flush head 
screws to a tube 4^4— l/2 inches long and 1—1/2 inches in diameter 
(fig. 2). This supporting tube^ in txirn^ was attached to a 
heavier tube held in place by steel cables anchored at the tunnel 
walls in the diffuser. It was necessary that this heavier tube be 
located far enough downstream in the diffuser to avoid tunnel 
blocking. A sketch of the moimting is shown in figure 3, and a 
photograph of the entire assembly is shown in figure 4, This 
assembly was positioned in the tunnel such that the static— pressure 
orifices of the pitot— static tube were located at a position where 
the free— stream static pressures were accurately known. This 
position was approximately 3 feet downstream of the normal test 
position for airfoil models, (The Ames 1— by 3^1/2— foot wind tunnel 
has a test section 10 feet long.) The free-stream static pressures 
at the pitot— static tube test position had been previously deteOTined 
in a manner similar to that described in reference 2, but the true 
total pressures at this same position were assumed to be those 
indicated by the pitot tube at zero pitch and zero yaw. This 
assvimptian is valid since the pitot— tube drain hole was sealed for 
the entire investigation. 

Measurements of the total and static pressures of the pitot- 
static tube were obtained throughout a- speed range from a Mach 
number of 0.3 to approximately 0.925* These measurements were 
obtained for the following combinations of angles of pitch and yaw: 
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Pitch, deg 


Yav, deg 


0 


0 


0 


± 3-6 


±•3.6 

f7.U 


0 


0 


i2.5 


■ ±2.5 


±5.2 


±5.2 


In order to determine the care required in the installation of 
the pitot— static tube, tests were initially made -at angles of zero 
pitch with zero yaw and zero pitch with ±3*6° yaw in which the 
support screw holes were both unfilled (fig. 2(a)) and filled 


The pitot— static-^tuhe data obtained in the present tests have 
been corrected for tunnel— blockage effects, including the effects 
of compressibility, using linear perturbation theory. The magnitude 
of this correction to the calibration factor and to the error in 
static pressure is shown in figm-e 5 for the case of zero pitch and 
zero yaw. 

The test results are presented in figure 6 in a form similar 
to that of reference 2 giving the errors in static and total 
pressures and the calibration factors as a function of Mach niunber 
for the several configurations of pitch and yaw. 

No appreciable differences in pressure measurements were dis- 
cernible for the tests with the screw holes of the pitot— static 
tube support unfilled and filled, as shoivTi in figures 6(a) and 6(b), 
so the remaining portion of the tests were made vfith the screw 
holes unfilled. 

Check tests of the pitotr-static— tube pressure readings for 
equal angles of positive and negative yaw showed substantially 
identical values. These readings would have been expected to be 
the same since the static— pressure orifices are symmetrically 
located with respect to a vertical plane through the axis of the 


(fig. 2(b)). 
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pitot-static tuto. The data obtained for positive angles of yaw, ^ 
therefore, are presented in figure 6 as the values for both positive 
and negative angles of yaw. Tests ni3.de for ecjual positive and 
negative pitch angles show almost identical total— pressure readings 
but different static— pressure readings (cf. figs. 6(d) and (e), 

6(f) and (g), 6^i) and (i), and 6(j) and (k) ) . These differences 
in static— pressure readings can bo attributed only to the fact that 
the static pressure orifices on the bottom, of the tube cover a 
greater length of the tube periphery than those on the top. 

In general, the data of figure 6 show that the error in 
measuring free— stream total pressures with the pitot— static tube is 
very smal 1 and almost negligible at small angles of pitch and yaw, 
while the error in measuring froo-stream static pressures consti- 
tutes the larger part of the total error of the pitot— static tube. 

For each combination of pitch and yav’ angles investigated the cali- 
bration factor is, in most cases, almost constant with Mach number 
up to a Mach number of approximately 0.8, and increases somewhat 
for higher 1-fcch numbers. Figure 6(a) shows that for Mach numbers 
up to 0.925, the error in measuring H — p with the pitot— static 
tube at zero pitch and zero yaw is never greater than 1.6 percent. 

Over the range of Mach numbers where the calibration factors 
are nearly constant, average va.lu.es were obtained from figi’re 6 for 
each combination of pitch and yaw angles tested, and were used in 
the preparation of figure 7- Each combination of these angles 
determines the angles |3 and fl, and a specific qua.drant of 
figure 7. In this figure the intersection of the radial line 
defined by an angle ,6 in the proper quadrant and the contour for an 
angle fi defines a calibration factor. For zero pitch P equals 
zero, and n is the absolute value of the angle of yaw; whereas, 
for zero yaw p equals positive or negative 9 ^^ (depending upon 
whether the pitch is positive or negative), and fi is the absolute 
value of the .angle of pitch. For zero pitch -and zero yaw fi is zero 
and p may be any angle. Figure 7 shows a larger variation in the 
calibration factor for changes in yaw angle than for changes in 
pitch angle, and only slightly more variation for chcJigos in positive 
pitch than for changes in negative pitch angle. The calibration 
factors obtained from this figure may bo used for speeds up to a 
Mach number of O.925 with reasonable accuracy, since the errors in 
the factors given by this figure for any combination of pitch and 
yaw angle tested are no greater than 1 percent at this I<fa.ch number. 
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CONCLUSIOIIS 


The following conclusions are obtained from the results of the 
high-speed wind-tunnel tests of a pitot-static tube having the 
Federal Standard Stock Catalog No. 88 — T— 2950: 

1. The calibration factor of the pitot— static tube for each 
combination of pitch end yaw angles investigated is, in most cases, 
practically constant with Rach number up to a Me,ch number of 
approximate 13 '- 0.8. , 

2. There is more variation in the calibration factor for 
changes in yav angle than for changes in pitch angle, and onlj' 
slightly more variation for changes in positive pitch angle than 
for changes in negative pitch angle. 

3 . At zero pitch and zero yaw the error in the differences 

in the total and static pressures given by the pitot— static tube is 
never greater than 1.6 percent for speeds iip to a Rich number of 

0.925. 

Ames Aeronautical laboratory. 

National Advisory Committee, for Aeronautics, 

Moffett Field, Calif. 
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Figure 1.- 


Pitot-static tube having Federal Standard Stock 
Catalog No. 88 -T -2950. 


Fig. 
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Fig. 2 



(a) Support screw holes unfilled. 



(b) Support screw holes filled. 

Figure 2.- View of tube mounting showing the attachment of the tube 

to the support. 
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Figure 4.- Side view of mounting of pitot-static tube for Ames 

1- by 3^ -foot wind tunnel. 
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Figure 5. ~ The variation with Mach number of the magnitude of the tunnel- wall 

CORRECTION TO THE ERROR IN STATIC PRESSURE AND TO THE CALIBRATION FACTOR OF THE 
PITOT-STATIC TUBE AT ZERO PITCH AND ZERO YAW • 
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Figure €>.~ The vari/^tion with Mach number of the calibration factor ^ and the errors 

IN THE TOTAL AND STATIC PRESSURE FOR THE PITOT- STATIC TUBE . 
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( b ) Pitch , 0°5 vaw ±' 3.6“ 
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Figure 6. ~ Continued 
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( c ) Pitch ^ 0° 3 yaw j ± Z 4° . 
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Figure 6 .— Continued 
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(d) PiTCH j 2.5°j YAW, ±2.5°. 
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Figure 6.- Continued. 
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( e ) Pitch, -2. 5” j y/Aw,±2.5“. 
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Figure 6. — Continued. 
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Fig. 6f 





Q. 

I 

I 



M 

(g) Pitch, -3.6°j yaw^ 0°. 
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Figure 6. — • Continued . 
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(h) Pitch j 5-2®^ yaw ± 5.2®. 

Figure- 6. - Continued. 
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( j ) Pitch 5 7.4 ^ yaw, 0. 
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Figure G. ~ Concluded . 
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Fig. 7 
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Figure 7. ~ The variation ok average values ok the 

calibration factor with ^ AND /I FOR MaCH NUMBERS 
up TO 0.925. NATIONAL ADVISORY 

COMMITTEE FOR AERONAUTICS 
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Figure 7- The variation of average values of the 

CALIBRATION FACTOR WITH ^ AND FI FOR MACH NUMBERS 

up TO 0.925. NATIONAL ADVISORY 

COMMITTEE FOR AERONAUTICS 




